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Streamlining Ostomy Care 

Designed in Canada.  

Manufactured in China for OstoVersa Care Ltd. British Columbia, Canada. 

LiberOsto™ Drying and Storage 

1. Ensure that all components are clean and completely dry before replacing the Cover 
or storing the device.

2. If you are the only user of the toilet, LiberOsto™ may remain set up at the toilet for 
future use.

3. Otherwise, return the device to the upright storage position by raising the lower end 
of the Pipe above the functional range to unlock the angle mechanism, then lowering 
it to the near-vertical storage position.

4. Keep the device in a clean, dry location, out of the sight and reach of children and 
away from washroom traffic. Do not place heavy objects on the device.

5. If stored upright, keep in a clean, dry location out of the sight and reach of children 
and away from washroom traffic.

6. A disposable absorbent pad may be placed under the Base to collect any residual 
drips through the central opening.
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15. Cautions
• Use LiberOsto™ only as described in the Detailed Instructions for Use.
• Handle the Cover, Funnel, and Pipe carefully. If any component is dropped or subjected
to an impact, inspect it before use.
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